Attachment 3 — Number of BPD Reports by Type of Non-Blood Manufacturer (FY04) 1

BPD CODES | Allergenic | Derivative |In-Vitro Diagnostic Therapeutic|Vaccine Total
INCOMING MATERIAL 17| 5.12%
IM1201 0 1 0 0 0 1 |0.30%
IM1202 1 0 0 0 1 2 | 0.60%
IM1302 0 0 1 0 0 1 |0.30%
IM1401 0 6 2 0 0 8 |241%
IM1406 0 2 2 0 0 4 11.20%
IM1407 1 0 0 0 0 1 |0.30%
PROCESS CONTROLS 39[11.75%
PC2001 0 3 0 0 1 4 | 1.20%
PC2101 1 2 2 0 3 8 |241%
PC2103 1 0 0 0 1 2 | 0.60%
PC2104 0 1 0 1 1 3 | 0.90%
PC2201 0 2 2 0 1 5 | 1.51%
PC2202 0 0 1 0 0 1 |0.30%
PC2203 0 1 0 0 0 1 |0.30%
PC2204 0 0 11 0 0 11 | 3.31%
PC2303 0 0 1 0 0 1 | 0.30%
PC2401 0 0 1 0 0 1 |0.30%
PC2403 0 0 2 0 0 2 | 0.60%
TESTING 18| 5.42%
TE3001 0 0 6 0 4 10 | 3.01%
TE3501 0 0 2 0 0 2 | 0.60%
TE3502 0 0 2 0 0 2 | 0.60%
TE3601 0 0 3 0 0 3 | 0.90%
TE3602 0 0 1 0 0 1 | 0.30%
LABELING 37/11.14%
LA4001 0 1 0 0 0 1 |0.30%
LA4101 0 1 6 0 0 7 | 211%
LA4103 0 0 1 0 0 1 | 0.30%
LA4201 2 0 4 0 0 6 | 181%
LA4202 0 0 1 0 10 11 | 3.31%
LA4301 1 0 1 0 0 2 | 0.60%
LA4501 1 0 0 0 0 1 | 0.30%
LA4502 0 1 3 0 0 4 11.20%
LA4801 4 0 0 0 0 4 | 1.20%
PRODUCT SPECIFICATIONS 201/60.54%
PS5001 0 0 3 0 0 3 10.90%
PS5101 0 0 7 0 1 8 |241%
PS5102 143 1 1 0 0 145 [43.67%
PS5105 0 1 0 0 0 1 |0.30%
PS5106 0 0 1 0 0 1 | 0.30%
PS5108 0 0 1 0 0 1 |0.30%
PS5109 0 0 3 0 0 3 | 0.90%
PS5109A 3 0 0 0 0 3 | 0.90%
PS5110 0 0 4 0 0 4 | 1.20%
PS5201 0 2 1 0 0 3 | 0.90%




Attachment 3 — Number of BPD Reports by Type of Non-Blood Manufacturer (FY04) 2
BPD CODES | Allergenic | Derivative |In-Vitro Diagnostic| Therapeutic | Vaccine Total
PS5205 0 0 0 0 2 2 | 0.60%
PS5301 0 3 0 0 1 4 11.20%
PS5302 0 7 0 0 4 11 | 3.31%
PS5303 0 0 2 0 1 3 | 0.90%
PS5305 0 0 0 0 1 1 | 0.30%
PS5306 0 1 0 0 7 8 |241%
QUALITY CONTROL & DISTRIBUTION 15| 4.52%
QC6001 0 0 5 0 0 5 | 151%
QC6101 0 5 0 0 0 5 | 1.51%
QC6103 0 1 0 0 0 1 |0.30%
QC6201 0 0 0 1 1 2 | 0.60%
QC6202 0 1 1 0 0 2 | 0.60%
MISCELLANEOUS 5 1.51%
MI7001 0 1 2 0 2 5 | 1.51%
TOTAL 158 44 86 2 42 332 100%




